Introduction {#S0001}
============

Increase in the aging population and the adoption of a westernized diet are leading to a rise in the incidence of stroke every year.[@CIT0001] The ability to walk independently around the home and in the community is important for people after stroke because it enables participation in social and domestic roles and promotes quality of life.[@CIT0002],[@CIT0003] Although it is estimated that 85% of people can walk independently 6 months post-stroke,[@CIT0002] only a small proportion achieve normative levels of walking ability.[@CIT0003]--[@CIT0005] The quality of independent walking is also important. An independent gait of a possible social participant level should be able to overcome barriers and slopes to the appropriate speed. Therefore, several studies[@CIT0003]--[@CIT0006] have focused on developing a method for evaluating the quality of gait and the level of independent gait capacity, with other studies[@CIT0004]--[@CIT0006] focusing on improvement and optimization of gait. More than 40% of the previous studies emphasize the importance of the knee and ankle function for gait.[@CIT0007]--[@CIT0009] In addition, some studies validated the effectiveness of ankle--foot orthoses (AFOs) for improving the stability of the knee and ankle during gait.[@CIT0007]--[@CIT0009] Hence, many independent ambulant hemiplegic patients use AFOs.[@CIT0008]--[@CIT0012]

Hemiparesis due to stroke often results in spastic drop-foot,[@CIT0013],[@CIT0014] which is the loss of ability to perform dorsiflexion of the foot on the affected side.[@CIT0014]--[@CIT0016] The management of spastic drop-foot is the prescription of an AFO, which is designed to provide ankle stability during stance and adequate toe clearance during swing and to promote heel strike.[@CIT0015],[@CIT0016] In previous studies, cases with and without AFOs have been compared,[@CIT0018],[@CIT0019] while in some studies, different types of AFOs have been analyzed.[@CIT0020],[@CIT0021] Most of the studies performed thus far have focused on the kinematic study of the ankles[@CIT0022],[@CIT0023] or have evaluated the effectiveness of AFOs using a systematic approach.[@CIT0024] However, recently, studies have adopted a kinematic approach that assesses the interrelation between the ankles and knees.[@CIT0025],[@CIT0026] These studies show that the use of AFOs increases knee flexion[@CIT0025] and that excessive plantar flexion resistance causes a reduction in knee flexion.[@CIT0025],[@CIT0027]

Therefore, the ideal aim of an AFO is to realize appropriate ankle plantar flexion resistance, leading to dorsiflexion, and thereby an increase in knee flexion. However, most of the commonly used AFOs are made of plastic, and hence, they have low wearability and are uncomfortable to use. Hence, the demand for soft AFOs is increasing. Soft AFOs provide good wearing sensation, are convenient to wear, and are in more direct contact with the feet than the plastic AFOs.[@CIT0017] Further, owing to their material characteristics, the existing plastic AFOs probably restrict both dorsiflexion and plantar flexion excessively, thereby reducing knee flexion.[@CIT0025],[@CIT0027] Therefore, research has focused on developing elastic band-type AFOs made of elastic materials to make wearing an AFO convenient and more comfortable. Further, other studies have proven that elastic band-type AFOs (New Product: NP, elastic band-type AFOs)[@CIT0028],[@CIT0029] are effective in preventing drop-foot by achieving appropriate plantar flexion resistance of the ankles and realizing plasticity in plantar--dorsiflexion in hemiplegia patients.

In this study, to analyze the effectiveness of the NP, gait analysis was conducted under three different conditions: with the NP, with the existing product made of hard plastic material (Existing ordinary Product: EP, AFOs made of hard plastic material), and without any AFO (WI, Wearing nothing). The gait analysis was conducted via a kinematic analysis of knee flexion and plantar--dorsiflexion under the three abovementioned conditions.

Materials and Methods {#S0002}
=====================

Subjects {#S0002-S2001}
--------

This study received approval from the Public IRB designated by the Ministry of Health & Welfare, South Korea, for the experimental plan and procedures to conduct experiments on subjects suffering hemiplegia as an aftereffect of stroke. In addition, this study was conducted in accordance with the Helsinki Declaration, established the experimental plan, explained the procedures and interests of the study to the participants, and completed the participation agreement document. To identify hemiplegia patients who could walk, we formed an advisory committee comprised mostly of experts from the National Rehabilitation Center to contact potential subjects. We contacted the subjects selected by the committee. All subjects had sufficient understanding of the experiment and agreed to participate in the experiment by signing documents detailing the scope and procedures of the experiment, the imaging, and the academic use of the results before they participated in it. The experiment was conducted at the laboratory of the UETC (Usability Evaluation Technology Center, Korea Institute of Industrial Technology) at the Seongnam Senior Experience Complex from August to October 2014.

Several limitations were laid down for selecting the subjects in order to ensure reliability of the results of the gait experiment. The subjects were required to be able to walk at least 10 m independently. Any hemiplegia patient whose walking speed was ≤0.2 m/s or ≥0.8 m/s was excluded. In addition, patients with chronic cardiac failure, diabetes, or hypertension were excluded. One (subject 1) of the 10 subjects did not satisfy the selection criteria (walking speed: 0.2 m/s or less) and was not selected for the analysis. Hence, the experiment results of the remaining nine subjects were analyzed.

The height (165.8±9.2 cm) and weight (68.8±11.5 kg) of the subjects were measured, and other information were collected through interviews: age (55.7±8.43 years), gender, affected side, the time of onset of hemiplegia, whether the AFO was worn daily, whether they had experienced falls, and the stroke type ([Table 1](#T0001){ref-type="table"}).Table 1Subject CharacteristicsParticipantsSexTime Since Stroke (Months)Daily Use of AFOsParetic SidePositive History of Falls (Yes/No)Type of Stroke1M80NoRightNIschemic2M130NoRightYIschemic3F12NoRightYHemorrhagic4M72PartiallyRightNIschemic5M82NoRightYIschemic6M129NoLeftYIschemic7M115NoLeftYIschemic8M60PartiallyLeftNHemorrhagic9M24ConstantlyLeftNHemorrhagic10M72ConstantlyLeftNHemorrhagic

Measurement of Data {#S0002-S2002}
-------------------

The EP, whose effectiveness was compared with that of the NP, was chosen according to certain criteria. A commonly used AFO ([Figure 1](#F0001){ref-type="fig"}) was chosen from among the plastic AFOs that are similar to the NP in terms of their shapes and those that could be worn in shoes. In addition, these AFOs have open heels, they permit sensation inputs, and they have a shape that assists only the ankles.Figure 1Ankle--foot orthosis (AFO) types: (**A**) elastic band-type AFO, (**B**) hard plastic material-type AFO.

During the experiment, the subjects kept their house shoes on. Each subject walked 6 m one way ([Figure 2](#F0002){ref-type="fig"}) with house shoes on, while wearing no AFO (WI), while wearing an NP ([Figure 1A](#F0001){ref-type="fig"}), and while wearing an EP ([Figure 1B](#F0001){ref-type="fig"}).Figure 2The gait experiment of the hemiplegic patient, one gait cycle = foot strike--strike (affected side).

The 3D motion capture for gait analysis was performed using a Plug-In Gait full body marker set. A total of 35 reflector markers ([Figure 2](#F0002){ref-type="fig"}) were attached on the subjects' bodies. Twelve MX-T20 cameras (Vicon Inc., Oxford, UK) captured the motions at a frame rate of 100 Hz.

Data Analysis {#S0002-S2003}
-------------

Gait data were derived by dividing walking into cycles based on a strike--strike motion, ie, the heel marker of the affected side touching the ground and then touching it again ([Figure 2](#F0002){ref-type="fig"}). During gait cycle stance, the knee extension (back knee) was analyzed primarily, as well as the swing of the gait cycle and ankle plantar--dorsiflexion (drop-foot).

To conduct a reliable gait analysis, the subjects performed at least three gait cycles under each condition.

The analysis was performed for the range of the angles at the ankles and knees, and the maximum ankle dorsiflexion, plantar flexion, knee flexion, and extension values were obtained ([Figure 3](#F0003){ref-type="fig"}).Figure 3Definition of the knee and ankle joint angles.

ANOVA analysis (post examination: Tukey's b) was performed to check whether the differences in averages were significant (p \< 0.005) because there were three independent variables (WI, NP, and EP) affecting four dependent variables (the maximum angles of the ankles \[dorsiflexion, plantar flexion\] and the maximum angles of the knees \[flexion, extension\]).

To determine the correlation between ankle plantar--dorsiflexion and knee flexion--extension, a correlation analysis (Pearson\'s correlation coefficient) was performed between the four dependent variables.

Results {#S0003}
=======

The knee and ankle joint angle variables in the gait cycle showed similar trends for all three types. During stance of the affected side, the maximum knee extension and ankle dorsiflexion were revealed, whereas during swing, the maximum knee flexion and plantar flexion were revealed.

The Ankle Angle Range {#S0003-S2001}
---------------------

During dorsiflexion, the maximum angle was 10.51° (±5.31°) in the NP condition, followed by 9.45° (±6.39°) for WI and 6.84° (±6.22°) for EP. The results of dorsiflexion showed significant differences between all conditions (p\<0.005; [Figure 4A](#F0004){ref-type="fig"}).Figure 4A comparison of ankle and knee joint kinematics and three conditions (Wl, NP, and EP). (**A**) Ankle angle range in dorsiflexion and plantar flexion; and (**B**) knee angle range in flexion--extension.**Notes:** In the result graph, the Y-axis represents the joint angle of the ankle and the knee, (+) area is dorsiflexion of the ankle, flexion of the knee, (--) area is plantar flexion of the ankle, extension of knee, and the white line in the box represents the mean value of the moving range. An asterisk (\*) indicates a significant level of *p* \< 0.005.**Abbreviations:** AFO, ankle--foot orthosis; WI, wearing nothing; NP, wearing elastic band-type AFO; EP, wearing hard plastic-type AFO.

In contrast, during plantar flexion, the maximum angle was 7.12° (±7.35°) in the EP condition, followed by 5.03° (±9.32°) for WI and 1.77° (±8.17°) for NP. The results of plantar flexion also showed significant differences between all conditions (p\<0.005; [Figure 4A](#F0004){ref-type="fig"}).

The Knee Angle Range {#S0003-S2002}
--------------------

During flexion, the maximum angle was 18.51° (±8.28°) in the NP condition, followed by 16.14° (±10.03°) for EP and 15.28° (±8.60°) for WI. Significant differences (p\<0.005) were found between the NP condition and the other conditions, but no significant difference (p=0.194) was found between WI and EP ([Figure 4B](#F0004){ref-type="fig"}).

During extension, the maximum angle was 7.30° (±11.48°) in the EP condition, followed by 7.11° (±10.95°) for WI and 2.99° (±10.66°) for NP. Significant differences (p\<0.005) were found between the NP and other conditions, but no significant difference (p=0.832) was found between WI and EP conditions ([Figure 4B](#F0004){ref-type="fig"}).

Correlation Analysis {#S0003-S2003}
--------------------

The correlation analysis showed a strong negative correlation between the opposite movements (plantar--dorsiflexion and flexion--extension), a high positive correlation (correlation coefficient: 0.669\*\*) between ankle dorsiflexion and knee flexion, a high negative correlation (correlation coefficient: −0.682\*\*) between ankle dorsiflexion and knee extension, a low negative correlation (correlation coefficient: −0.386\*\*) between ankle plantar flexion and knee flexion, and a moderate positive correlation (correlation coefficient: 0.484\*\*) between ankle plantar flexion and knee extension ([Table 2](#T0002){ref-type="table"}).Table 2Correlation Between Four Dependent Variables by Pearson's Correlation CoefficientAnkle DAnkle PKnee FKnee EAnkle DP-correlation coefficient--−0.859\*\*0.669\*\*−0.682\*\*P-value--0.0000.0000.000Ankle PP-correlation coefficient----−0.386\*\*0.484\*\*P-value----0.0000.000Knee FP-correlation coefficient------−0.738\*\*P-value------0.000[^1]

Discussion {#S0004}
==========

Our research showed that the NP can prevent drop-foot during walking in hemiplegia patients. They are more convenient to use than the existing AFOs, and they provide better wearing sensation.

In this research, the gait analysis for hemiplegia patients was conducted under three different conditions. Kinematic analysis was performed for the ankles and knees to evaluate the effectiveness of the NP. During the kinematic analysis performed during walking, the maximum ankle dorsiflexion value increased and the maximum ankle plantar flexion value decreased. From these results, we could confirm the preventive effect of the NP on drop-foot.

Further, based on the correlation between AFOs and the knee joints, as reported in previous studies,[@CIT0025],[@CIT0026] we confirmed the positive effect of the NP on the knee joint. In addition, in hemiplegia patients, the extension is 0° or more because of the back-knee phenomenon that occurs when they walk, and this phenomenon is caused by muscle rigidity. Therefore, in this research, the effectiveness of AFOs for the knees was evaluated based on the maximum angle of flexion--extension.[@CIT0025],[@CIT0026] Based on the results of the evaluation, we confirmed that the use of the NP increases the maximum knee flexion and decreases the maximum knee extension.[@CIT0025] In addition, this result can be attributed to the fact that owing to its material characteristics, the NP does not resist the angular change at the ankle excessively. Moreover, considering that the subjects in this experiment could walk independently and that more than 6 years (77.3 months), which is a sufficiently long period for them to be accustomed to walking, had passed since the onset of their disease, we found that the NP showed better effects than the EP. The NP ensures the angular elasticity of the ankles, thus yielding positive effects. This viewpoint is similar to the results of Toshiki's research, which showed that "excessive resistance to plantar flexion rather restricts knee flexion".[@CIT0025] It also agrees with Marcelo's research, which reported that "\[a\]n appropriate use of AFO leads to increases in knee's flexion".[@CIT0026] Furthermore, based on the results of this experiment, we can understand why the EP yielded low effects. The angular variations at the ankles when using the EP (range: dorsiflexion--plantar flexion) were smaller than those when using the WI. This result is attributed to the excessive restriction imposed by the plastic material on the ankles, thus restricting dorsiflexion, which is a positive effect. Further, as reported by Toshiki, excessive angular restriction on the ankles is considered the cause of ineffectiveness of the EP during knee flexion--extension.

In this research, a correlation analysis was conducted for four dependent variables (ankle dorsiflexion, ankle plantar flexion, knee flexion, and knee extension) using Pearson's correlation coefficient. The results of the correlation analysis showed strong negative correlations between opposite movements. As ankle dorsiflexion increased, the ankle's plantar flexion decreased. This shows that negative correlation was maintained, while the range of angular changes did not change much. Similarly, in the case of the knee joint, as flexion increased, extension decreased. This represents a negative correlation between opposite movements. In other words, as ankle dorsiflexion and knee flexion---ie, the positive phenomena---increase, ankle plantar flexion (drop-foot) and knee extension (back knee) ---ie, the negative phenomena---decrease.

Further, the correlation between the ankle and knee could be determined based on the results of the correlation analysis. In particular, ankle dorsiflexion and "knee joint flexion (0.669\*\*)--extension (−0.682\*\*)" showed a high-level correlation. Similar to the abovementioned analysis results, the correlation analysis showed that the positive effects of AFOs on the ankles include a reduction in the occurrence of the back-knee phenomenon and increased knee flexion.

This study had some limitations. The study was performed with hemiplegia patients who were accustomed to some degree of walking. Therefore, our results cannot be generalized to all hemiplegia patients, and NPs may not be better for all patients.

Conclusions {#S0005}
===========

The kinematic analysis of the ankles and knee joints in this research confirmed that the elastic band-type AFO (NP) was effective in reducing the occurrence of drop-foot and the back-knee phenomena. Many hemiplegia patients and rehabilitation therapists who use AFOs believe that increasing resistance with the use of AFOs made of plastic or similar hard materials will be effective in preventing drop-foot. Hence, even the patients who were already accustomed to walking continued to use AFOs made of hard materials despite the discomfort. However, it has been proven that the NP, which was developed to overcome the issues of traditional AFOs, is more effective than an existing AFO (EP) in improving drop-foot, increasing knee flexion, and reducing the occurrence of the back-knee phenomenon.

The results of the effectiveness evaluation performed in this study are consistent with those of the preceding research. Previous researchers have claimed that elastic AFOs can have more positive effects on the ankles and knees.

When AFOs are chosen, different conditions, including the patient's health and walking ability, should be considered. This study confirmed that the soft material (fabric) used in the elastic band-type AFO was no less effective than the plastic material. Thus, we hope to inform hemiplegia patients and medical personnel of the results of this research of our finding.
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[^1]: **Notes:** P-correlation: Pearson\'s correlation coefficient. An asterisk (\*\*) indicates a significant level of p \< 0.01.

    **Abbreviations:** D, dorsiflexion; P, plantar flexion; F, flexion; E, extension.
